Introduction: Reliable determination of hepcidin-25, a key regulator of iron metabolism, is important. This study aimed at evaluating the performance of the Hepcidin-25 Liquid Chromatography-Tandem Mass-Spectrometry (LC-MS/MS) Kit (Immundiagnostik AG, Bensheim, Germany) for quantification of the hepcidin-25 protein.
Introduction
In recent years, hepcidin-25, an essential key regulator of human iron homeostasis, has gained substantial attention. This cysteine-rich acute-phase protein, which consists of 25 amino acids, is synthesized in the liver and excreted by the kidneys (1, 2) . The hepatic synthesis of hepcidin-25 is induced by iron loading or inflammation and inhibited by erythropoiesis (3, 4) .
Hepcidin-25 lowers circulating iron in the bloodstream by binding to and downregulating the cellular iron efflux channel ferroportin, which is highly expressed in duodenal enterocytes and macrophages of the reticuloendothelial system (5, 6) . Increased serum hepcidin-25 concentrations decrease the enteral iron absorption and the release of stored iron from macrophages and hepatocytes (4) . Conversely, suppressed hepcidin-25 production enhances intestinal iron absorption and the ability of the reticuloendothelial system to export recycled iron from senescent erythrocytes (4,7).
As hepcidin-25 is a promising biomarker in the assessment of the human iron status, the quantita-
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tive analysis of this parameter is of great interest.
In clinical practice, the establishment of various diagnostic tools (i.e. immunoassays, liquid chromatography-tandem mass-spectrometry (LC-MS/MS)) showed substantial differences in absolute hepcidin-25 concentrations and reproducibility of results between routine laboratories (8) . Although no gold standard procedure for hepcidin-25 measurements has been defined yet, LC-MS/MS has been proposed to be more specific and sensitive compared to immunoassays (8) (9) (10) .
The LC-MS/MS method is a powerful and valuable tool, which has become a widely used technique for quantitative determination of small molecules (i.e. steroid hormones) (11) . High specificity, precision and flexibility, together with the potential of simultaneous determination of many different target compounds are the main advantages of this method (12) . However, at present clinical laboratories rarely use LC-MS/MS for the quantitation of proteins in daily practice. Large molecule size and the complexity of the matrix are challenges for accurate quantification (10) .
Beside the triple-quadrupole mass-spectrometry (QQQ-MS) with low resolution, there are also highresolution (HR) instruments with ion trap MS available, which may include q-Orbitrap-MS (Q-Orbi-MS) and q-time-of-flight-MS (Q-TOF-MS). High-resolution MS is more applicable for analysis of intact peptides and proteins compared to quadrupoleinstruments working in unit resolution (13, 14) . Furthermore, HR-MS instruments have the advantage that data can be acquired also in full-scan mode, allowing retrospective search for compounds, not initially targeted.
Currently, the Hepcidin-25 LC-MS/MS Kit (Immundiagnostik AG, Bensheim, Germany) and the Hepcidin-25 LC-MS/MS Kit (Li StarFish, Cernusco, Italy) are commercially available to facilitate the quantification of this protein biomarker via LC-MS/MS in clinical research. However, a thorough evaluation of the analytical performance by the use of an HR-MS instrumentation is recommended before these assays can be used in clinical routine. The aim of the present study was to evaluate the precision, accuracy, linearity, the limit of detection (LoD), and the limit of quantification (LoQ) of the Hepcidin-25 LC-MS/MS Kit from Immundiagnostik AG with a HR-MS method. Additionally, we performed a stability study evaluating sample storage at room temperature (RT), repeated freeze and thaw cycles, and the auto-sampler stability. were, 90/10 (0 min), 90/10 (1.50 min), 5/95 (7 min), 5/95 (8 min), 90/10 (9 min), 90/10 (10 min; re-equilibration start). Flow rate was 400 μL/min. Ionization in positive mode was performed with a heated electrospray ionization (ESI) ion source. In brief: sheath gas flow rate 35 mL/min, auxiliary gas flow rate 10 mL/min, sweep gas flow rate 0 mL/min, spray voltage 4.00 kV, capillary temperature 350 °C, S-lens radio frequency (RF) level 90, and auxiliary gas heater temperature 150 °C. Positive ion full scan mode was set between mass to charge ratio (m/z) = 740 to m/z = 950, resolution was 70,000 (specified at m/z = 200).
Materials and methods

Subjects
The isotopic abundance and the accurate mass extraction of hepcidin-25 and the IS are shown in Figure 1 (A and B). For isotopic distribution of hepcidin-25, the most abundant peak was the threefold charged ion [M+3H] 3+ , revealed as the highest intensity (A). This and the next three isotopic peaks were used for post-acquisition data processing of hepcidin-25. For the IS determination, the fivefold charged ion [M+5H] 5+ , which showed the highest intensity, together with the area of two further isotopic peaks were used (B). The deviations of the m/z of target ions from their theoretical masses were within the region of 6 ppm. Peak area ratios from hepcidin-25 versus the IS were calculated and used to construct the calibration curves (1/ X˄2 weighting). Mass calibration of the instrument was carried out at least every third day. (15) . According to the literature, the precision goal for each concentration was not to exceed 15% of the coefficient of variation (CV) (18) .
The accuracy was assessed as the difference between the result of the mean value of six measurements of the low and high control material provided by the manufacturer (Immundiagnostik AG, Bensheim, Germany) compared to its "true" value (17) . According to the literature, the acceptance criteria for the accuracy were defined ≤ 15% (18).
The LoD was defined as the lowest concentration, which showed a signal of at least three times higher than the average background noise of an unspiked blank (19) . For the determination of LoD, the lowest calibrator (3.13 ng/mL) was added by decreasing concentrations to the blank matrix.
The LoQ was defined as the lowest concentration that can be determined with an acceptable level of repeatability precision (< 10%) (19) . The LoQ was performed by measuring the calibrator with lowest concentration (3.13 ng/mL) at five consecutive days.
The manufacturer's claim for within-and betweenrun imprecisions were 2.6 and 3.8 -7.3%, respectively. The LoD was quoted 1 ng/mL (20) .
Analyte stability measurements
To investigate analyte stability, three serum samples were used to prepare a serum pool of 5 mL. This serum pool was divided in 20 aliquots (250 µL each), which were stored at RT. Three aliquots were measured at 0 and 3 h, and after 4 and 7 days. The RT in the laboratory is constant 25 °C and monitored by continuous record of the air conditioner.
A second serum pool of 5 mL was prepared with three other serum samples. This pool was also divided in 20 aliquots (250 µL each), which were stored at -20 °C. On days 1, 2 and 7, all aliquots were thawed, three of them were assayed and the rest again deep-frozen at -20 °C. A Kirsch MED-340 freezer (Kirsch, Offenburg, Germany) was used for -20 °C sample storage. The continuous record of the temperature ensures a high-quality monitoring. The specific concentrations for each time point of the three measured aliquots of both serum pools were calculated as arithmetic means.
The three aliquots of serum analyte stability on the auto-sampler tray (4 °C) was investigated with calibrator 3 and 4. Both calibrators were measured on days 1 -4.
Statistical analysis
Descriptive statistics was used to summarize and present the study results. The distribution of the hepcidin-25 measurements was calculated with the Kolmogorov-Smirnov test. The exact MannWhitney U-test was used for subgroup comparison. A P-value < 0.05 was considered statistically significant. Statistical tests were performed with the Analyse-it® software version 4.92 (Analyse-it Software, Ltd., Leeds, United Kingdom). The formulas for bias calculations were as follows: absolute bias (ng/mL) = measured concentration -expected concentration and measured concentration -initial concentration (in terms of stability measurements); mean bias (%) = measured value -expected value/expected value x 100. The mean absolute and relative bias between two-point and seven-point calibration was -0.8 ng/mL and -11.3% (bias acceptance criteria ≤ 15%), respectively. Results of compared two-point and seven-point calibrations are shown in Table 2 . The mean absolute and relative bias were -0.8 ng/mL and -11.3%, respectively.
Results
Analytical performance of the hepcidin-25 assay
Pre-analytical analyses
As shown in Table 3 alysed and again deep-frozen on day 1, day 2 and day 7, respectively.
Auto-sampler stability measurements (4 °C) with calibrator 3 (12.50 ng/mL) and 4 (25.0 ng/mL) are shown in Figure 3 . After 4 days, the hepcidin-25 measurements were stable. The CVs for calibrator 3 and 4 were 8.6% (10.80 ± 0.92 ng/mL) and 2.6% (23.80 ± 0.62 ng/mL), respectively.
Hepcidin-25 serum concentrations
Hepcidin-25 measurements of all included individuals (N = 165) showed a median value of 10.80 (range: 1.0 -60.50) ng/mL. Females (N = 109) had a significantly lower median of 8.42 (range: 1.0 -60.10) ng/mL compared to males (N = 56) with 15.76 (range: 1.50 -60.50) ng/mL (P = 0.002), respectively. Sex-related hepcidin-25 serum medians stratified by 10-year groups were lower in females than males in all decades of life with the exception of the age groups 60 -69 years and < 20 years, in which women showed higher medians compared to men (data not shown).
Discussion
In the present study, the within-and between-run imprecisions of the Hepcidin-25 LC-MS/MS Kit from Immundiagnostik AG applied on a HR-MS instrumentation varied between 1.9 -8.6% and 5.1 -12.4%. The LoD was 1 ng/mL. These results were in line with the manufacturer's specifications quoted for within-and between-run imprecisions and LoD (20) . The accuracy (bias) studies were ≤ 15%, which conform with the acceptance criteria of the Food and Drug Administration (FDA) Guidelines for Bioanalytical Method Validation (18) . days, the hepcidin-25 measurements with calibrator 3 (12.5 ng/ mL) and 4 (25 ng/mL) were stable. The coefficients of variation (CVs) for calibrator 3 and 4 were 8.6 and 2.6% (acceptance criteria ≤ 15%), respectively. 
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Here, higher CVs were observed for higher and lower CVs for lower analyte concentrations. The authors themselves cannot fully explain this phenomenon but to our experience, the performance of LC-MS/MS methods is often so that at higher analyte concentrations, the ionisation leads to more imprecision. A second point may be the fact that we did not use an isotopically labelled IS in our study.
Beside the two-point calibration curve proposed by the manufacturer, we additionally fitted a calibration curve with seven in-house calibration standards. Such a multi-point calibration is proposed in the validation recommendations for LC-MS/MS methods (18) . Present data show the equivalence of the two calibrations (mean bias ≤ 15%).
Our laboratory prefers the seven-point calibration curve because the lowest calibrator of the manufacturer was 22.1 ng/mL and the determined LoQ was 3.1 ng/mL.
LC-HR-MS has been shown as an accurate and reliable technique for the quantitative determination of small molecules in clinical routine, for example in determination of bile acids (21) . Performing Q Exactive MS instruments with Orbitrap-technology, proteins up to 30 kDa can be isotopically resolved by the use of high resolution. Accurate quantification with significantly increased sensitivity can be achieved by summarizing the area of all resolved isotope-peaks of a particular ionization status. In the current literature, only two publications describe the determination of hepcidin-25 performed with LC-HR-MS (22, 23) . To the best of our knowledge, this is the first report evaluating the commercially available Hepcidin-25 LC-MS/MS Kit with this high-resolution technique.
Within the last years, the diagnostic use of LC-MS/ MS methods and immunoassays for human serum hepcidin-25 measurements increased rapidly (2, (24) (25) (26) . Earlier studies, which report the development of quantitative in-house hepcidin-25 LC-MS/ MS methods, used synthetic human hepcidin-25 from Peptide Institute (Osaka, Japan) for standard curve calculations (24) (25) (26) . In comparison, we used the hepcidin-25 of the Tunning Kit from Immundiagnostik AG (Bensheim, Germany). Various sources of synthetic hepcidin-25 and different protocols for sample preparation and chromatographic separation could be possible reasons for differences observed between LC-MS/MS methods (26) . In addition, pre-analytical factors, sample storage and analyte stability must be considered in order to obtain reproducible and comparable results (27) . Moreover, circulating hepcidin-25 concentrations underlie a circadian rhythm with lowest levels in the morning and highest values in the afternoon (28).
Herein, we performed blood sampling in a fasting state in the early morning and studied preanalytical stability measurements. At ambient RT, serum samples were stable for up to 3 h. The mean decrease of hepcidin-25 concentration after 24 h was -49%. These data indicate that delays in transportation, aliquoting or measuring hepcidin-25 blood samples at RT should be avoided (29) . In comparison, a previous study reported hepcidin-25 serum concentrations to be stable at RT for one day (27) . Recently, Handley et al. showed serum hepcidin-25 measurements to be stable for at least up to three weeks (23) . The authors presumed that protein LoBind tubes, which are especially designed to minimize protein absorption, had contributed to this extraordinary hepcidin-25 stability at RT (23) .
In this work, hepcidin-25 measurements were stable after two freeze and thaw cycles. Previous reports showed analyte stabilities for at least three and five repeated analyses after freezing (-20°C) and thawing (RT) of hepcidin-25 serum samples (23, 27) . All these data are indicative for the prevention of repeated freeze and thaw cycles in laboratories, which handle hepcidin-25 measurements in a patch workflow.
Herein, females showed significantly lower hepcidin-25 serum concentrations compared to males (P = 0.002). This finding is in line with previous published studies, which reported that serum hepcidin-25 concentrations are substantially higher in men than in women (27, 30) . It is believed that iron loss during menstruation explains this gender differences (27, 30) .
Several limitations of this study must be mentioned. For precision and analyte stability testing calibration samples were used because it was difficult to get samples of patients. Reference ranges were not calculated because data on subjects' disorders or therapy, which are necessary for this determination, were not included. Hepcidin-25 stability measurements were not performed with pathological analyte concentration and determinations at RT were performed within the first 24 h, only.
In conclusion, the Hepcidin-25 LC-MS/MS Kit from Immundiagnostik AG shows a broad analytical range and meets the imprecision and bias acceptance criteria of ≤ 15%. Serum samples can be stored at RT for 3 h and resist up to two freeze and thaw cycles. These data are indicative for a reliable and robust diagnostic method for clinical practice.
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